[Clinical comparison of 2 modern rhinomanometers].
Two rhinomanometers (the NR 6 manufactured by Mercury, Scotland and the Rhino-Comp manufactured by Cintec, Sweden) were tested and compared in five subjects. Both instruments are suitable for clinical use and produced equal measurements of nasal airway resistance. The Rhino-Comp device is easier to handle. Technical improvements would be desirable in both machines.